[Pacemaker failure due to postcardiotomy syndrome--case report].
A failure of the sensing function of a pacemaker with a sutureless myocardial lead caused by postcardiotomy syndrome, is reported. The pacemaker failure appeared on the sixth postoperative day and disappeared after healing of the syndrome. Attention is called to the possibility of a postcardiotomy syndrome causing a pacemaker failure.